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Abstract: The objective of this review was to demonstrate the main tools of three- and 
four-dimensional ultrasonography, using the spatiotemporal image correlation software and 
its respective applications for assessing the fetal heart and its vascular connections, along with 
its potential contribution towards screening for congenital heart diseases. Today, conventional, 
two-dimensional, echocardiography continues to be the gold standard for diagnosing congenital 
heart diseases. However, recent studies have demonstrated that spatiotemporal image correla- 
tion offers some advantages that boost two-dimensional accuracy in detecting congenital heart 
diseases, given that the fetal heart assessment can be completed in the absence of the patient 
(offline) and be discussed by different examiners. Additionally, data volumes can be sent for 
analysis in reference centers via internet links. Spatiotemporal image correlation also enables 
direct measurement of heart structures in rendering mode, such as the interventricular septum and 
the annulus of the atrioventricular valves. Furthermore, it enables assessment of cardiac function 
when used in association with the virtual organ computer-aided analysis software, thus making 
it possible to calculate the total systolic function, ejection fraction, and cardiac output. 
Keywords: fetus, screening, congenital heart disease, echocardiography, three- and four- 
dimensional ultrasound, spatiotemporal image correlation 

Introduction 

Heart defects are the most common congenital malformations of fetuses, with incidence 
six times greater than chromosome abnormalities and four times greater than neural 
tube defects. 1 The prenatal incidence of congenital heart disease (CHD) ranges from 
2.4%-52%. 2-7 This enormous variability occurs because of the policies adopted in 
different countries. The detection rate for CHDs is much higher in regions where it 
is obligatory to perform at least one fetal echocardiogram during pregnancy. 8 On the 
other hand it has been seen that the postnatal incidence ranges from 0.3%— 1 .2% of 
live births. 910 This decrease between the prenatal and postnatal rates can be explained 
by the fact that many countries permit termination of pregnancy in cases of congenital 
malformations. 8 

Fetal echocardiographic examination emerged almost 40 years ago and since 
the outset, it has been recommended that only fetuses in pregnancies at high risk of 
CHDs should undergo this examination. 11 On the other hand over the years, it has 
been seen that many CHDs also occur in fetuses in pregnancies at low risk. 12 Thus, 
some European groups started to encourage the use of this examination for all pregnant 
women. However, because of the lack of specialist professionals within this field the 
idea of "screening" for CHDs was introduced in the 1980s. The aim was to improve 
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the detection of CHDs through training for obstetricians 
such that they would be able to perform examinations at 
some basic cardiac levels during morphological ultrasound 
examinations. 12 

In addition to the growth in importance of early diag- 
nosis for CHDs, there has also been great technological 
development. For many years, CHDs were diagnosed solely 
by means of conventional two-dimensional (2D) echocar- 
diography, but then, in the mid-1990s, three-dimensional 
(3D) ultrasonography came into existence. This was fol- 
lowed, at the beginning of the 2000s, by new software called 
spatiotemporal image correlation (STIC). This software was 
initially launched for use in the Voluson™ 730 Expert device 
(GE Healthcare, Zipf, Austria), which enables acquisition of 
volumetric data on the fetal heart and its vascular connec- 
tions. The images can be evaluated both in multiplanar mode 
and in rendered mode. The images can also be observed either 
in static form (3D) or in movement (four-dimensional [4D]), 
through a sequence of images that simulates a complete 
cardiac cycle (cineloop). 5 ~ 7,13 ~ 15 

The evolution of 3D/4D ultrasonography has created the 
opportunity to demonstrate fetal heart anatomy with less diffi- 
culty, making a close correlation with its vessels and structures. 
STIC has resulted from the constant search for methodologies 
that are more accurate for early diagnosis of the CHDs that are 
responsible for high neonatal morbidity and mortality. 

Unlike 2D assessments, in which the cardiac structural 
analysis needs to be done at the time of the examination, 
STIC makes it possible to gather heart volume data and store 
it, which enables subsequent offline analysis by different 
examiners, at different times, and even remotely (via an 
internet link). 16 Moreover, it enables 3D reconstruction of the 
image, which facilitates identification and comprehension of 
different heart malformations. Another interesting advantage 
of this method is the possibility of teaching heart anatomy 
more didactically to professionals involved in this field, given 
that this organ can now be viewed in 3D/4D. 

The innovation that the STIC technology represents has 
given rise to the development of many studies that have 
gradually made this approach attractive for obstetric practice. 
This review covers the technique of acquiring STIC data vol- 
umes, assessment methods, and post-processing techniques, 
and their potential applicability in screening for CHDs. 

Technique for acquiring 
STIC data volumes 

Before acquisition of volumetric data, adjustments to the 
2D parameters (dynamic range, filter, enhance, and gain) 



should be made in order to optimize the quality of the 
images obtained. The volumetric data should preferentially 
be acquired when the fetus is at rest, with the pregnant 
woman holding her breath for a few seconds. In addition, 
the image acquisition angle should be preselected: this 
can range from 10-45 degrees according to the gestational 
age. Lower angles are reserved for early gestational ages, 
whereas in the second and third trimesters, the angle ranges 
from 20-25 degrees and 35-40 degrees, respectively. The 
sweep duration can range from 7.5-15 seconds, and lon- 
ger durations are always preferable for obtaining images 
of better resolution, with the exception of very active 
fetuses, in which case a shorter time is beneficial for data 
acquisition. 17 

The sweep can be done via either the abdominal or the 
endovaginal route (the latter is for the initial stage of gesta- 
tion or for obese pregnant women) 18 in 3D or 4D. However, 
only 4D allows storage of the cardiac cycle, thereby enabling 
subsequent real-time analysis on fetal heart movement using 
the cineloop technique. 13-15 

An apical or transverse plane through the four chambers 
of the heart is preferable, with sweeps performed as trans- 
verse sections through the fetal thorax or abdomen, ideally 
with the fetal spine positioned at 6 o'clock, and always seek- 
ing to avoid sections in which the spine is between 1 1 o'clock 
and 1 o'clock because of the acoustic shadows. 17 However, 
it is important to emphasize that sagittal sweeps may favor 
assessments of the aortic and ductal arches and the venous 
connections of the heart." 

Subsequently, so that the examiner responsible for the 
offline analysis on the heart volume data can ascertain the 
real position of the heart chambers in relation to the fetal 
axis (right and left sides), all the heart volume data should 
be stored in accordance with the current standards, ie, in 
cephalic presentation, considering that the cardiac side cor- 
responds to the fetal side, which thus differs from the pelvic 
presentation, in which the sides are opposite. 20 

Automatically, after data capture in the plane of the 
four chambers in 3D or 4D, the device supplies images in 
the three orthogonal planes (axial, sagittal, and coronal), in 
multiplanar mode. 

Proper acquisition of heart volume data is essential for 
correct analysis of the fetal heart. After volume data capture, 
image post-processing is required, in which cardiac planes 
and vascular images are reconstructed. The quality of this 
post-processing depends on whether the volume data acquisi- 
tion was of good quality, and on the technicians' knowledge, 
which will be described below. 
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Multiplanar mode of STIC 

After the volume data has been obtained in the plane of the 
four heart chambers, the device automatically supplies the 
three orthogonal planes, in multiplanar mode: axial, sagittal, 
and coronal. 

In multiplanar mode, the axial plane (plane A) supplies 
the specific four-chamber slice, while the other cardiac 
slices are seen in the sagittal plane (plane B) and in the 
coronal plane (plane C). Each orthogonal plane can be 
manipulated around the x-, y-, and z-axes, and additionally, 
there is the possibility of movement in the craniocaudal 
direction through the "ref slice" key. Some systematizations 
have already been established, so as to obtain the outflow 
routes from the ventricle, along with the ductal and aortic 
arches. 13-15 

To obtain the outflow route for the major vessels, the 
technique proposed by Goncalves et al 14 was used, ie, plane 
A of the STIC volume should be rotated around the z-axis 
so that the base of the heart is arranged at 6 o'clock and the 
reference point is displaced to the crux of the heart. Also in 
plane A, the volume should be rotated in the z-axis by 30 
degrees to the left and the reference point should be displaced 
to the midpoint of the ventricular septum. By slightly rotating 
plane A in the y-axis, continuity is thus opened between the 
ventricular septum and the anterior wall of the aorta. The 
reference point should then be displaced to below the aortic 
valve, thereby obtaining the outflow route of the left ven- 
tricle in plane A and the outflow route of the right ventricle 
in plane B 14 (Figure 1). 

To evaluate the aortic and ductal arches, the techniques 
proposed by Espinoza et al 21 or by DeVore et al 22 can be 
used. Both of these are based on the four-chamber plane 




Figure I Technique of Goncalves et al 14 for obtaining the outflow routes of the 
ventricles. Images in the three orthogonal planes of the fetal heart are obtained using 
the multiplanar mode of spatiotemporal image correlation, on the grey scale. 
Notes: Upper left: axial plane (plane A) showing the outflow route of the left 
ventricle; upper right: sagittal plane (plane B) showing the outflow route of the right 
ventricle: lower left: coronal plane (plane C). 



for volume data acquisition. According to the technique 
proposed by Espinoza et al, 21 the aortic and ductal arches 
are obtained as follows: keep plane A positioned with the 
base of the heart close to 6 o'clock, as defined earlier, and 
rotate plane A around the z-axis until the crux of the heart is 
put into alignment with the descending aorta. The reference 
point should be displaced as far as the crux of the heart. In this 
manner, the ductal arch in plane B is obtained automatically. 
In displacing the reference point to the descending aorta in 
plane A, it can be seen that in plane C, the aorta is viewed 
longitudinally. Thus, plane C is then slightly rotated in the 
z-axis so that the aorta is displayed horizontally. In this 
manner, the aortic arch is obtained automatically in plane B 
(Figure 2). The second technique that can also be used is 
the one proposed by DeVore et al 22 from the four-chamber 
plane in plane A, which has already been standardized, and 
the reference point located at the crux of the heart, by mov- 
ing the volume in the caudocranial direction until the plane 
of the three vessels and trachea is viewed. At this moment, 
the reference point is displaced to the pulmonary artery and 
plane A is moved around the z-axis until the pulmonary artery 
is put into a vertical orientation and aligned with the spine 
of the fetus. In this manner, the ductal arch is automatically 
obtained in plane B. In displacing the reference point to the 
aorta and moving plane B around the z-axis until the aorta 
is made vertical and aligned with the spine of the fetus, the 
aortic arch is automatically obtained in plane B (Figure 3). 

On a grey scale, STIC provides an assessment of outflow 
routes for the right and left ventricles and aortic and ductal 
arches. 23 However, for defects of the interventricular septum 
and for assessing the crossing of the major vessels of the heart, 
association with color Doppler enables a more detailed analysis 




Figure 2 Technique of Espinoza et al 21 for obtaining the aortic and ductal arches 
from the four-chamber plane of volumetric acquisition of spatiotemporal image 
correlation. With axial plane A positioned with the cardiac base close to 6 o'clock, 
the ductal arch is viewed in the sagittal plane when the reference point is positioned 
at the crux of the heart. The aortic arch is viewed in the sagittal plane when the 
reference point is moved to the descending aorta. 
Abbreviations: ArD, ductal arch; AAo, aortic arch. 
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Figure 3 Technique of DeVore et al 22 for obtaining the aortic and ductal arches 
from the plane of three vessels and trachea. With the axial plane A positioned in 
the three vessels and trachea, the ductal arch is viewed in the sagittal plane when 
the reference point is positioned in the pulmonary artery and the volume is rotated 
around the z-axis until the pulmonary artery is put into a vertical orientation and 
aligned with the fetal spine. The aortic arch is viewed in the sagittal plane when the 
reference point is displaced to the aorta and the volume is rotated around the z-axis 
until the aorta is put into a vertical orientation and aligned with the fetal spine. 
Abbreviations: ArD, ductal arch; AAo, aortic arch. 



of these structures. 24 In these cases, there will always be a need 
for activated color Doppler during volume data capture. 

Thus, in selecting the region of interest (green line), posi- 
tioned in plane B anteriorly (pulmonary artery) to posteriorly 
(aorta and ventricles), it is possible to obtain the crossing of 
the major vessels of the heart (aorta and pulmonary artery), in 
a rendered image. To perform rendering of the heart chambers 
after data capture, the region of interest should be positioned 
in plane B, as a thin slice, from right to left. 

Rendering mode of STIC 

Through the rendering mode of STIC, cardiac texture can 
be evaluated, with identification of the chambers and valves, 
including the close correlation with vessels. In this applica- 
tion, cardiac movement can also be analyzed throughout the 
cycle, with detailed monitoring of the contraction and relax- 
ation of the chambers (systole and diastole) and the opening 
and closing of the valves and annuli, and even identifying 
the papillary muscles and tendinous cords. In addition, STIC 
makes it possible to measure the heart structures that have 
already been described in studies that have determined the 
normal values for the tricuspid and mitral valve areas and 
septal area in fetuses. 25-28 

Tomographic ultrasound imaging 

Tomographic ultrasound imaging is a technique within STIC 
that makes it possible to obtain all the parallel axial planes 
of the heart, from the abdomen to the apex of the thorax, with 



images similar to computed tomography. Through algorithms 
developed for obtaining the usual planes (four chambers, 
five chambers, three vessels and trachea, outflow routes of 
the ventricles, and longitudinal aortic and ductal arches), it 
helps in indentifying CHDs 29 (Figure 4). 

Inversion mode and B-flow imaging 

Inversion mode is a technique in which analysis on fluid 
structures is performed by inverting the voxels of the grey 
scale. Thus, anechoic structures (heart chambers, vessel 
lumens, stomach, bladder, and renal pelvis) become echo- 
genic, while structures that are normally echogenic (bones) 
become anechoic. 17 In this manner, the technique adds power 
to identifying cardiac abnormalities, especially vascular 
connections, thus enabling analysis on the relationships 
between vessels, calibers, and positioning, and allowing 
reconstruction of heart chambers, aortic and ductal arches, 
and abnormalities of venous connections. 17,30 

The technique known as B-flow imaging improves weak 
signals reflected from the blood and suppresses strong sig- 
nals from surrounding structures. It shows high sensitivity 
and does not depend on the angle (thus differing from color 
Doppler), which makes it possible to identify large and small 
vessels, including those of small caliber and low flow veloc- 
ity, such as the pulmonary veins. 31 In this manner, in addition 
to detecting abnormalities of the pulmonary venous return, 31 
it may improve identification of the vascular rearrangements 
present in CHDs. 32 

Four-chamber view and swing 
technique 

This is a recent and promising type of acquisition technology 
featured in the latest ultrasonography devices. It has already 
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Figure 4 Tomographic ultrasound imaging showing parallel slices of cardiac planes 
along the fetal thorax, thus demonstrating the planes of three vessels and trachea, 
five chambers, and four chambers. 
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been tested on heart volumes obtained by means of STIC, 
using the OmniView software (GE Healthcare). It allows 
identification of a variety of sequential planes of interest for 
echocardiographic evaluation, from longitudinal lines that 
are drawn manually on the planes of the aortic and ductal 
arches: line one - plane on the three vessels and trachea; line 
two - plane of the five chambers and longitudinal plane of 
the aorta; line three - plane of the four chambers; and line 
four "swing" - plane of the three vessels and trachea, plane 
of the five chambers and longitudinal plane of the aorta, and 
plane of the four chambers and stomach. 33 

Fetal cardiac function by means 
of STIC 

STIC also makes it possible to evaluate cardiac function through 
measuring both the volumes of the ventricles in association 
with the virtual organ computer-aided analysis software, and 
through the movement mode (M mode). Quantification of the 
volumes of the ventricles during systole and diastole may enable 
calculation both of the systolic volume and of the ejection frac- 
tion and cardiac output. 34 " 37 The M mode of STIC is another way 
of estimating the ejection fraction of the fetus, from measure- 
ments of the systolic and diastolic lengths of the ventricles, 38 
given that its efficacy for evaluating cardiac function in fetuses 
with hydrops has already been proven (Figure 5). 39 

Assessment of CHDs by means 
of STIC 

The STIC software is only present in sophisticated ultrasound 
devices, which raises the cost and makes adherence to the 
technique difficult. 40 However, many studies have already 
demonstrated that STIC favors and boosts detection of 
CHDs, thereby raising the diagnostic accuracy of conven- 
tional 2D echocardiography. 24,41-43 So far, there have not been 
any studies in the literature that would make it possible to 
affirm that the STIC technology is superior to or replaces 2D 
echocardiography. Nevertheless, because it is less dependent 
on the operator, 19 who only becomes capable of collecting 
heart volume data after training, and because of the possi- 
bility of having the data remotely analyzed by specialists at 
referral centers, the methodology becomes attractive and can 
contribute towards screening for CHDs at locations without 
fetal cardiology and pediatric specialists. 

STIC and HD/ive 

Recently, new software named HD//ve (GE Healthcare) has 
become available in the Voluson E8 ultrasound machine (GE 
Healthcare). HDZ/ve is a new technique for surface designs, 




Figure 5 M mode of spatiotemporal image correlation showing measurements of 
fetal cardiac function. I) Thickness of the wall of the left ventricle; 2) thickness of 
the interventricular septum; 3) thickness of the wall of the right ventricle; 4) external 
diameter of the two ventricles; 5) internal diameter of the left ventricle at the end 
of diastole; 6) internal diameter of the right ventricle at the end of systole; 7) internal 
diameter of the left ventricle at the end of systole; 8) internal diameter of the right 
ventricle at the end of systole. 

in which the operator implements light settings to create 
depth effects by means of appropriate lighting and shading 
of the images. 44 

STIC-HD// ve rendering is a new algorithm for assessing fetal 
heart structures similarly to other fetal structures. This new algo- 
rithm makes it possible to assess the standard fetal echocardiog- 
raphy views like the four-chamber and ventricle outflow views 
(Figure 6). 45 Furthermore, this technique enables reconstruction 




Figure 6 Spatiotemporal image correlation with HD/ive in rendering mode, showing 
the plane of left ventricle outflow. Illumination incident at I I o' clock. 
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of the entire fetal heart and its connections. A recent study 
assessed four normal and three abnormal fetal heart condi- 
tions (Ebstein's anomaly, hypoplastic left heart syndrome, and 
tetralogy of Fallot). 46 It was reported that STIC-HDftve enabled 
realistic sensing of each leaflet of the atrioventricular valves. In 
the case of Ebstein's anomaly, natural and anatomically realistic 
images of significantly low attachment of the tricuspid valve and 
the atrialized portion of the right ventricle were obtained. In the 
case of hypoplastic left heart syndrome, thickened tricuspid and 
dysplastic pulmonary valves were clearly revealed. In the case 
of tetralogy of Fallot, the overriding aorta and ventricular septal 
defects were realistically depicted. 46 In another article, the same 
authors made a reconstruction of a normal fetal heart showing 
the four-chamber view and the left ventricle and descending 
aorta. They reported that HDlive differed from conventional 
rendering methods because it uses a fixed virtual light source 
that calculates the propagation of light through skin and tissue. 
Operators can freely select the light source at any angle relative 
to the ultrasound volume, to enhance anatomical details. 47 

Conclusion 

Acquisition of fetal heart data by means of 3D/4D ultrasonog- 
raphy using the STIC software makes it possible to identify 
heart structures as a 4D cine sequence containing informa- 
tion on a complete cardiac cycle, thereby uniting the spatial 
and temporal information. The assessment can be in either 
multiplanar or rendering mode, with or without associated 
color Doppler, tomographic ultrasound imaging, inversion 
mode, or B-flow imaging. In this manner, the cardiac assess- 
ment can be completed in the patient's absence, given that 
the cardiac volume can be analyzed offline and by different 
examiners. This boosts the accuracy of 2D echocardiography 
for diagnosing CHDs. STIC in rendering mode enables direct 
measurement of the annuli of the atrioventricular valves and 
the interventricular septum. Furthermore, it allows assessment 
of cardiac function, when done in association with the virtual 
organ computer-aided analysis software, in order to calculate 
the total systolic volume, ejection fraction, and cardiac output. 
Thus, it can be stated that 3D/4D STIC is a very promising 
tool, if good-quality and complete volumetric data acquisition 
is performed on the fetal heart that is under examination. 
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